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Abstract

We use on-wafer measurements to characterize the
invasiveness of high-impedance probes over a broad frequency
range. We show that a two-port representation characterizing
the invasiveness of the probe can aso be determined from a
calculation of the probe's load impedance, which is derived
from a separate characterization of the high-impedance probe.

Introduction

In this paper we describe a method for characterizing the
invasiveness of a high-impedance probe (HIP) used to perform
measurements in coplanar waveguide (CPW). We quantify the
influence of the high-impedance probe with a two-port
scattering parameter representation, which we call the
“invasiveness error box”. We demonstrate that this error box
can also be calculated from the load impedance presented by
the high-impedance probe in the CPW. Finaly, we show that
the calculated invasiveness error box may be used to predict
the loading of the CPW by the high-impedance probe.

We have recently introduced two methods of
characterizing the reflection and transmission of high-
impedance probes [1], both of which give equivalent results.
We then applied one of the high-impedance-probe
characterization procedures of [1], together with a frequency-
domain mismatch correction scheme, to the calibration of
time-domain waveform measurements performed with the
high-impedance probe [2]. Since commercially available high-
impedance probes are suitable for fine-pitch applications, they
may play a role as an alternative to traditiona handheld
oscilloscope probes for internal node testing in today’s high-
density circuit environments.

Here, we focus on the invasiveness of the high-impedance
probe. We determine an invasiveness error box both from
measurement and calculation, the latter explaining the high-
impedance probe’s influence from a more physical point of
view.

On-wafer invasiveness measur ement

The measurement setup used for our investigations is
sketched in Fig. 1. We used a vector network analyzer (VNA)
and two conventional ground-signal-ground (GSG) microwave
probes to contact and measure the scattering parameters of our
CPW test structures. Some of the measurements were
intentionally disturbed by the presence of the high-impedance
probe, which touched down on the signal conductor of the
CPW in the middle of the length of the CPW. Although the
high-impedance probe was provided with an additional ground
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Fig. 1. Experimental setup.

tip that could have been placed on either of the CPW grounds,
we did not make use of this additional grounding capability.
The high-impedance probe had a 950 W resistor built into the
tip to reduce invasiveness on the device under test (DUT). In
order to mimic a typical measurement environment, we
terminated the high-impedance probe with a broadband
coaxial 50 Wload.
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Fig. 2. Influence of the high-impedance probe on probe-tip calibrated
measurements of a CPW THRU standard and 19 mm long CPW line standard.

We started by performing a first-tier Multiline Thru-
Reflect-Line (TRL) calibration [3] with a 50 W reference
impedance [4]. The on-wafer calibration artifacts we used
consisted of a symmetric CPW reflect and CPW transmission
lines with lengths of 0.5, 2.635, 3.7, 7.065, and 20.195 mm.
The initial reference plane of the calibration in the middle of
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the 0.5 mm long Thru standard was moved close to the probe  Calculation of invasiveness error box from the measured
tips (position labeled (a) in Fig.1). high-impedance-probe’' s scattering parameters

Fig. 2 shows measurements of two CPW line standards The load impedance Z. can also be derived from the high-
corrected to this probe-tip reference plane, both with and  impedance-probe’s scattering parameters S; determined with
without the high-impedance probe touching down on the procedure A of [1]. Together with a measurement of the
signal conductor in the middle of the waveguide. The curves  reflection coefficient of the coaxial load serving as the high-
labeled with THRU and L19 correspond to the 0.5 mm andto  impedance-probe’s termination, Gem, the input reflection at
the 20.195 mm long line, respectively. The magnitude of the  the high-impedance-probe’s probe tip Ges can be determined
reflection coefficient Sy; clearly illustrates the high-impedance  asfollows:
probe’ s loading effect on the waveguide.

In order to isolate the high-impedance probe’ s invasiveness G
properties, we moved the calibration reference plane from Gy =S, +S,5, ——— : (1)
position (a) in Fig. 1 to position (b), which is close to the tip of 1- Szzeterm

the high-impedance probe. With this new reference plane
position we calibrated the measurement of the 0.5 mm long

line with the high-impedance probe touching down. As aresult The conversion to the load impedance is straightforward:

of this procedure we obtai ned_ a 2-port Sparameter 7 = 50);1+Goad 2
representation of the disturbance introduced by the high- load 1- 2
impedance probe, which we call the invasiveness error box. oad
We used a standard S-to-Z transformation to investigate the Fig. 5 compares the load impedance determined by direct
measured impedance parameters Z;; of this invasiveness error ~ Measurement (dashed lines) to the calculation using (1) and (2)
box (Fig. 3). (solid lines). Both values agree fairly well over the entire
40 GHz freguency range.
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Fig. 3. Measured elements of the impedance matrix of the invasiveness error box. Frequency in GHz
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Fig. 3 shows that all of the measured impedance parameters ,
. . . . . . Z, . from HIP-2-port measurement using Pracedure A of [1]
are virtua |y identical. A general equal ent-circuit model for ---- Z.,=Z,(messured impedence parameter of invasiveness error box) ,
reciprocal two ports [5], which aso holds for the invasiveness
error box, isshown in Fig. 4.

I, l, Together  with  the %
— 5] < results of Fig.3 we <
ZZ Z,Z
[ (ZerZa}—— conclude that one single ',E\E
frequency-dependent shunt N
v, |:z£| v,| eement with load 2
impedance Zj,, equal to Z;
is sufficient to model the
measured invasiveness

error box. Also, from
Fig. 3, we conclude that the
high-impedance probe essentially introduces a capacitive
loading to the circuit under test.

Fig. 4. General equivalent circuit model.
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Fig. 5. Magnitude (top frame) and phase angle (bottom frame) of measured and
calculated load impedance Zjoag.



Calculating the DUT’s behavior in presence of the HIP

In order to verify whether the invasiveness error box can
be used to predict the behavior of the device under test when
the high-impedance probe touches down, we compared first-
tier corrected measurements of the CPW artifacts
(transmission lines of different lengths) to calculations based
on the model of Fig. 6.
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Fig. 6. Model of the CPW waveguide measurement in the presence of the high-
impedance probe.

We modeled the CPW measurements corrected with
respect to the probe-tip reference planes labeled (a) in Fig. 1
as a cascade of three transmission matrices Tepw=Ta Tinv Toar
The transmission matrices Ty, Tin, and Ty, shown in Fig. 6
represent the left half of the CPW, the high-impedance probe’ s
invasiveness error box, and the right half of the CPW. Here we
determined the transmission matrix T;, of the invasiveness
error box from either the direct measurement or the calculation
procedure described in the previous section.

In order to determine the transmission matrices T, and T,
we defined a second-tier Multiline-TRL calibration at
reference plane (b). The relationship between the first-tier
calibration a reference plane (a) and the second-tier
calibration at reference plane (b) is given by a pair of error
boxes that capture the electrical parameters of the section
between the two reference planes (a) and (b). We set the
matrices T, and Ty, to the two error boxes determined by this
somewhat artificial two-tier calibration procedure.

Fig. 7 compares the first-tier corrected measurements of
the reflection coefficient of the 0.5-mm long THRU standard
and of the 20.195-mm long L 19 standard to calculations based
on the model of Fig. 6. When using the measured invasiveness
error box, the calculation for the THRU standard (dashed line
with squares) coincides with the overall first-tier corrected
measurement (solid line), as expected. The calculation using
the invasiveness error box determined via (1) and (2) (dashed
line without markers) is also in good agreement for the given
bandwidth of 40 GHz.

For the L19 CPW measurement, we cannot expect the
calculation wusing T, from the direct invasiveness
measurement (dashed line with triangles) to exactly coincide
with the first-tier corrected measurement (solid line), since Tip,
was determined using the THRU standard. However, the
agreement is dill fairly good. The same is true of the
calculation using T;,, from the model of (1) and (2) (dashed
line). This demonstrates that the error-box model of the
probe’s invasiveness is applicable to a variety of probing
situations.

Similar agreement between measurement and calculations
was obtained for the remaining scattering parameters of the
CPWs, but is not shown here.
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Fig. 7. Measured and cal culated magnitudes of the reflection coefficient of the
CPW standards THRU and L19.

Conclusions

We have introduced an on-wafer measurement procedure
that characterizes the invasiveness of commercial high-
impedance probes. The invasiveness of the probe can be either
described by a frequency-dependent two-port representation,
the invasiveness error box, or by the load impedance
caculated from the reflection coefficient of the high-
impedance probe terminated in a 50 Wload. We have verified
the accuracy of the invasiveness-error-box representation by
comparing CPW measurements to calculations.
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